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High-resolution thermal expansion measurements under Helium-gas pressure 
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We report on the realization of a capacitive dilatometer, designed for high-resolution measurements of length 
changes of a material for temperatures 1.4 K < T < 300 K and hydrostatic pressure P < 250 MPa. Helium 
( 4 Hc) is used as a pressure-transmitting medium, ensuring hydrostatic-pressure conditions. Special empha- 
sis has been given to guarantee, to a good approximation, constant-pressure conditions during temperature 
sweeps. The performance of the dilatometer is demonstrated by measurements of the coefficient of ther- 
mal expansion at pressures P ~ 0.1 MPa (ambient pressure) and 104 MPa on a single crystal of azurite, 
Cu3(C03)2(OH)2, a quasi-one-dimcnsional spin S = 1/2 Hciscnbcrg antifcrromagnct. The results indicate a 
strong effect of pressure on the magnetic interactions in this system. 



I. INTRODUCTION 

Dilatometry is a powerful technique for exploring the 
thermodynamic properties of solids. Measurements of 
the volume expansion coefficient, (3 = (d\nV/dT)p (V 
is the sample volume), or, when single-crystalline mate- 
rial is available, the uniaxial expansion coefficients, a, 
= (d\nli/dT)p (li denotes the sample length along the 
principal crystal axes) provide important information on 
the electronic, magnetic and lattice properties of the ma- 
terial. The expansivity is thcrmodynamically related to 
the specific heat via 



/3 = r ■ k t ■ v- 1 ■ cv 



(i) 



with kt = — (dlnV /dP)x the isothermal compress- 
ibility, V m the molar volume, and T = Cy 1 - (dS/d\nV)r 
is the Griineisen function measuring the volume de- 
pendence of the system's entropy S. In cases where 
a single characteristic energy e governs the properties 
of a material within a certain temperature range the 
corresponding Griineisen parameter is given by T = 
— dlne/dln]/. 1 Hence by employing the Griineisen for- 
malism the volume dependence of characteristic energies 
can be derived. Likewise, for a second-order phase 
transition at a critical temperature T Cl the application 
of the well-known Ehrenfest relation (dlnT c / dP) p^o = 
V m A(3/ ACp, enables the determination of the pressure 
dependence of T c in the limit of vanishingly small 
pressure from the discontinuities in /3 and Cp, see e.g. 
ref. 1 for a review. 

Eq. 1 implies that the expansivity provides a highly 
sensitive probe for systems where T is large or even 
tends to diverge. In fact large and strongly temperature- 
dependent r values have been predicted 2 and experi- 
mentally observed upon approaching a quantum phase 
transition 3 ' 4 or a finite-temperature critical end point. 5 
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Hence in these cases thermal expansion measurements 
offer unprecedented possibilities for characterizing the 
phase transition. As an example of a finite-temperature 
critical end point where large anomalies in the expan- 
sivity are expected, 5,6 we mention the first-order Mott 
transition in organic charge-transfer salts, accessible 
by tuning the systems via pressure and/or chemical 
substitution. Here dilatomctric measurements under 
well-controlled hydrostatic-pressure conditions would 
be of particular importance for unraveling the mystery 
surrounding the Mott criticality in these systems. 5,7-9 
Another area of potential applications for dilatometry 
under He-gas pressure concerns pressure studies on 
materials, the properties of which show an extraordinar- 
ily strong sensitivity to nonhydrostaticity. Prominent 
examples include low-dimensional organic conductors 10 
with strongly anisotropic pressure coefficients 11 and 
some members of the recently discovered FeAs-based 
superconductors, notably CaFe2As 2 . 12 For the latter 
material, nonhydrostatic pressure conditions were found 
to induce a low-temperature superconducting phase 13 
which is absent under hydrostatic pressure. 14 Likewise, 
for systems with strongly pressure-dependent magnetic 
exchange coupling constants, tantamount to large 
magnetic Griineisen parameters, thermal expansion 
measurements under pressure would provide a most 
sensitive tool for identifying and exploring the dominant 
interactions. 



Among the various methods for measuring 
temperature-induced length changes of a material, 
capacitive dilatometry 15 excels by its extraordinarily 
high sensitivity reaching values of Al/l = 10 -10 , ex- 
ceeding the resolution attainable by using strain gauges 
(Al/l ~ 10" 6 ), 16 X-ray diffraction (Aa/a ~ 10" 5 ), 1 
and optical interferometers (Aa/a ~ 10~ 7 -10~ 8 ) 1 by 
several orders of magnitude. In this work we describe 
the design and realization of an apparatus for high- 
resolution measurements of the coefficient of thermal 
expansion of solids under variable Helium-gas pressure 
for a wide range of temperatures 1.4 K < T < 300 K and 
hydrostatic pressures P < 250 MPa. Since for capacitive 
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dilatometers the pressure medium necessarily penetrates 
the dilatometer cell, the operation of which relies on the 
free motion of the sample and the capacitor plates, the 
experimentally accessible temperature-pressure range 
is restricted to the liquid (or gas) phase of 4 He. This 
implies limitations of the operation range to T > 25.5 K 
at P = 250 MPa and T > 14.2 K at P = 100 MPa, 
for example. Apart from this constraint, liquid 4 He 
provides an ideal pressure-transmitting medium as it 
guarantees ideal hydrostatic-pressure conditions. A 
first attempt for capacitive dilatometry under high gas 
pressure, operating under quasi-constant-pressure con- 
ditions, has been reported in ref. 17. The performance 
of the apparatus described here is demonstrated by 
dilatomctric measurements both at ambient pressure 
and P = 104 MPa on the natural mineral azurite, 
CU3 (003)2(011)2, a quasi-one-dimensional spin S = 
1/2 Heisenberg antiferromagnet - a good realization 
of a distorted diamond chain. 18 The expansivity data 
demonstrate a significant effect of pressure, indicating a 
strong pressure dependence of the magnetic interactions 
in this system. 



II. SYSTEM DESIGN 
A. Dilatometer cell 

For the thermal expansion measurements under vari- 
able pressure conditions, a high-resolution dilatometer 
cell, made of high-purity (99.999%) silver, has been used. 
The design of the cell is similar to the one described in 
ref. 15 except for the reduced overall dimensions of the 
cell, especially the diameter of the capacitor plates which 
are 17 mm and 14 mm for the lower and upper plates, re- 
spectively. For such a capacitive dilatometer, and assum- 
ing an ideal plate capacitor, the measured length change 
of the sample, (A/) meas , in response to a temperature 
change, AT = T 2 - T u is given by 15 

(Al) meas = eoerTrr^l + 5) ( °1~ ^ - 2— — Y (2) 

\ Oi • O2 r 02/ 

where Ci = C(Ti) are the capacitance values read off at 
the temperatures Tj, eo is the free space permittivity, e r 
is the dielectric constant of the medium between the ca- 
pacitor plates of radius r, and Ar = r(T 2 ) — r(T±). The 
constant <5, accounting for inhomogeneities of the elec- 
tric field at the border of the capacitor plates, 15 can be 
evaluated from geometrical parameters of the dilatome- 
ter cell. A three-terminal capacitance bridge (Andeen 
Hagerling AH2550A) is used for measuring the capaci- 
tance Ci. With the present cell, length changes as small 
as 5xl0 -2 A can be resolved. The somewhat reduced 
resolution of this cell, compared to the cell described in 
ref. 15, is due to the smaller size of the capacitor plates. 



B. Pressure cell 

The dilatometer cell is placed inside a pressure cell, 
shown in Fig. 1. The cell, designed in cooperation with 
the Institute of High Pressure Physics, Polish Academy 
of Sciences, Unipress Equipment Division (abbreviated 
Unipress from hereon), is made of CuBe. It has an 
inner/outer diameter of 36/56 mm, an inner length of 
80 mm, an inner volume of V p ^ ce u = 81.4 cm 3 and a 
weight of 2.9 kg. The maximum pressure of operation 
is limited to 250 MPa. The large volume of the cell and 
an inner seal diameter of 35.5 mm is required to house 
not only the above-mentioned dilatometer cell of diame- 
ter 22 mm and volume Van ~ 20 cm 3 . It is designed for 
placing an even bigger cell with a diameter 33 mm pro- 
viding a higher resolution of about 10 -2 A. For precise 
in-situ measurements of the pressure, the resistivity of 
a doped n-InSb single crystal is measured and used as a 
pressure gauge, cf. Section IV. A. The crystal is placed 
on the inner side of the plug which is unscrewed for as- 
sembling the sample into the dilatometer cell. The plug 
is sealed against the pressure-cell body with a brass seal 
coated with tin. A 60 Nm torque is needed in order 
to screw the retaining screw so that the seal is crushed 
properly between the plug and the pressure cell. The 
plug also includes electric feedthroughs for connecting 
the pressure gauge and the capacitor. The four current- 
type electric feedthroughs, in the form of a CuBe cone 
provided with a single insulated cable of 0.8 mm, are 
pressed into the corresponding conical holes in the plug. 
A single measuring-type electric feedthrough is formed 
by a CuBe cone, surrounded by twelve enamel-insulated 
Cu leads of 0.12 mm. This cone is also pressed in its cor- 
responding conical hole. The scaling material for both 
cases is hygroscopic pyrophyllite. The capillary connec- 
tor is sealed against the cell body using the principle 
cone-to-cone, widely used in high-pressure techniques. 



C. Cryostat insert 

The pressure cell is mounted to a home-made cryostat 
insert, shown in Fig. 2. In designing the insert, special 
care has been taken to ensure smooth and well-controlled 
temperature sweeps of the pressure cell and the dilatome- 
ter located therein. To this end, the pressure cell is placed 
inside a thick- walled (2 mm) copper can (0 66 mm). The 
can, wrapped by a thin heater foil (Kapton(R), thermo- 
foil, Minco company) to ensure a homogeneous heat in- 
put, is surrounded by a stainless steel vacuum can. The 
lower tail of the vacuum can (0 75 mm) feeds into the 
bore of a superconducting solenoid providing a magnetic 
field of maximally 12/14 T at 4.2/2.2 K at the sample 
side. The copper and vacuum can are connected to pump 
lines (concentric tubes) which can be vented separately 
with He exchange gas. Inside the copper can the amount 
of exchange gas (typically 0.02 MPa at room tempera- 
ture) is kept constant throughout the whole accessible 
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FIG. 1. (color online). Sketch of the pressure cell (made 
of CuBe) with an allowed maximum pressure of operation 
of 250 MPa: 1 capillary with a connector on the top of the 
pressure cell, 2 pressure-cell body, 3 dilatometer cell, 4 n- 
InSb pressure sensor, 5 metal seal, 6 plug with electrical 
feedthroughs, 7 retaining screw. 



temperature range. This is sufficient to provide a good 
thermal contact between all parts within the can. In 
contrast, the amount of exchange gas inside the stainless 
steel can is varied, depending on the temperature range. 
It provides the thermal coupling of the pressure cell to the 
surrounding 4 He-bath. For a given temperature interval 
the amount of exchange gas is adjusted such that the 
power applied by the temperature controller (Lakeshore 
LS 340) to the heater foil stays below 3.6 Watt. Capillary 
heaters, mounted to copper blocks, are installed around 
the lower part of the capillary close to the pressure cell, 
see Fig. 2. The heaters consist of 3 f2 resistors, connected 
in series, with a maximum power of 10 Watt. In or- 
der to monitor the temperature change after switching 
on the capillary heater, a thermometer (Cernox resistor 
type CX-1080-CU) is placed on the upper copper block. 
For pressurizing the cell at lower temperatures, the tem- 
perature of this point of the capillary is kept about 10 K 
above the temperature of the pressure cell, to avoid a 
blockage of the capillary due to the freezing of spurious 
oxygen impurities in the 4 He gas. For the thermometry 
a pair of Cernox resistors (CX-1080-CU and CX-1050- 
CU), covering an overall temperature range 1.4 K < T < 
300 K, have been installed on top of the pressure cell en- 
suring excellent thermal anchoring to the pressure cell 
and the dilatometer. On demand, a second set of ther- 
mometers can be placed in the field-compensated region 




FIG. 2. Drawing of the lower part of the home-made insert 
holding the pressure cell. 

of the magnet, 354 mm above the centre of the main field, 
where B < 0.01 T at maximum field value. These sensors 
enable thermometry to be performed without account- 
ing for magnetoresistance effects of the sensors. With 
this setup, reproducible temperature sweeps with sweep 
rates of typically 1.5 K/h can be performed, both upon 
decreasing and increasing temperatures. The deviations 
from a preset in-time linear variation are less than 0.1 mK 
for T < 20K and 0.2mK for 20K < T < 300K. 



D. Pressure reservoir 

The pressure cell is connected by a CuBe capillary with 
an inner /outer diameter of 0.3/3 mm and a length of ~ 
10 m to an external pressure reservoir hold available at 
room temperature. The reservoir, required to ensure, to 
a good approximation, constant-pressure conditions dur- 
ing temperature sweeps of the pressure cell, consists of 
two components. (1) A standard gas bottle of volume 
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V bot = 5xl0 4 cm 3 , filled with high-purity (99.999%) 4 Hc 
gas. This bottle is attached to (2) a compressor sys- 
tem, specially designed in cooperation with Unipress, to 
which the capillary is connected. For low pressures P < 
18MPa, the compressor is inactive so that the gas bottle 
itself serves as a reservoir. In this configuration, the large 
volume of the gas bottle, as compared to the pressure cell, 
of Vbot — 700 x Vp- ce u, ensures that the pressure inside 
the cell stays constant within 0.1 MPa during tempera- 
ture changes (see, e.g., curve (a) in Fig. 6 for a temper- 
ature sweep at a pressure of P = 9.5 MPa). For higher 
pressures P > 18 MPa, the compressor is activated and 
pressurizes the gas from the bottle to the desired value. 
The compressor consists of a low-pressure (P < 70 MPa) 
and high-pressure (70 MPa < P < 250 MPa) stage of vol- 
ume Vlp = 720cm 3 and Vhp = 103cm 3 , respectively. 
In addition, the compressor is equipped with an active 
pressure control monitoring the pressure in the high-P 
stage. In fact, the micropump can introduce a pressure 
change AP/P < 10~ 5 . However, the stability of the ac- 
tive pressure-control system is limited by the resolution 
of the manometer which determines the minimum pres- 
sure change |AP| the system can compensate for. In the 
present configuration |AP| = 0.5 MPa. 
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FIG. 3. (color online). The variation of the dielectric constant 
e T of 4 He with temperature for various pressures calculated on 
the basis of eq. 3 by treating 4 He as a van der Waals gas. 26 The 
calculations were performed by assuming a constant volume. 
Inset: The variation of e r with pressure at T = 302.3 K and 
fixed volume. Open circles are the literature values 25 and 
closed triangles are the calculated values. 



E. Safety precautions 

As safety precautions, the gas-pressure cell and all 
pressure-carrying parts of the compressor are located be- 
hind safety shields in order to protect the operator. The 
capillary is fixed to a steel safety rope. The pressure 
connectors should not be tightened under pressure. 



III. CALIBRATION 

A. Pressure effect on the dielectric constant of 4 He 

In principle, eq. 2 can also be used for analysing 
data taken under Helium-gas pressure. For these 
finite-pressure measurements, however, pressure-induced 
changes of the dielectric constant e r of the pressure- 
transmitting medium 4 He have to be taken into account. 
For temperatures and pressures sufficiently off the critical 
point of Helium at P c = 0.226 MPa and T c = 5.2 K, 19 the 
variation of e r with pressure can be estimated by using 
the Clausius-Mossotti equation 

£ r - 1 _ N A p m a _ na_ 

s r + 2 ~~ 3M ~ 3 ' U 

where is Avogadro's number, p m is the mass den- 
sity, M is the molecular weight, a is the molecular po- 
larizability, and n is the number density. 

The Clausius-Mossotti equation works well for describ- 
ing various classes of dielectric liquids and gases over wide 



ranges of pressure and temperatures, see, e.g. refs. 20- 
23. Its application to 4 He, treated as a van der Waals 
gas with the parameters (a = 0.03457 L 2 atm/mol 2 and 
b = 0.0237L/mol), 24 for P < 250 MPa and 4K < T < 
300 K yields an increase of s r (P) towards lower temper- 
atures, reaching a maximum of 1.065 at 4K as shown 
in Fig. 3. 26 In the inset of Fig. 3 we compare our model 
calculations for s r (P) with experimental results, unfortu- 
nately available only in a very limited parameter range. 
As the figure indicates, our model reproduces well the in- 
crease of e r observed for an isothermal pressure sweep at 
T = 302.3 K. 25 At lower temperatures T < 100 K, how- 
ever, test measurements on a high-purity (99.999%) cop- 
per reference material, where a vanishingly small pressure 
effect in the expansivity is expected, sec Section III.B. 
below, indicate that eq. 3 is insufficient to describe s r (P) 
with the required accuracy. Part of the inadequacy of the 
description applied is likely to be related to the growth 
of critical density fluctuations of 4 He to s r (P) upon ap- 
proaching the critical point (P C ,T C ), which are not prop- 
erly treated in the above Ansatz. For practical reasons, 
we therefore decided to account for the effect of s r (P, T) 
by experimentally determining the "cell effect" at varying 
constant-pressure conditions, which includes the effect of 
pressure on e r (P.T). 

Fig. 4 shows length changes as a function of tempera- 
ture at 0.1 MPa and 104 MPa for a copper sample used 
as a reference with a starting temperature To = 300 K. 
The departure of the curve at 104 MPa from the data 
at 0.1 MPa at lower temperatures reflect the influence 
of pressure on s r (P,T). For the experiments on azuritc, 
performed at the same pressure values of 0.1 MPa and 
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FIG. 4. (color online). Measured length changes at 0.1 MPa 
and 104 MPa for a copper sample used as a reference. 



104 MPa, these data sets have been used in eqs. 4 and 5 
for determining (Al/l) s (T, P ) and a(T, P ) (sec Fig. 7). 



B. Cell effect 

In order to extract the relative length change of the 
sample at a given pressure from the measured data, see 
eq. 4 below, all possible background effects have to be 
considered. This includes the thermal expansion of the 
dilatometer cell and all other effects resulting from the 
presence of the dielectric medium 4 Hc at finite pressure. 
The latter includes changes of the dielectric constant 
as a function of pressure and temperature as well as 
pressure-induced changes of the geometric cell param- 
eters. All these background effects are summarized in 
a generalized "cell effect" which can be determined by 
measuring a proper reference material. The requirements 
for such a reference material are that (i) it should be 
a simple system with a well-known and reproducible 
thermal expansion, which (ii) is not affected significantly 
by applying pressure in the pressure range of interest. 
High-purity copper serves this purpose since its thermal 
expansivity (Al/l)^(T,P = 0) is well documented, 27 
and copper has a relatively small isothermal compress- 
ibility kt at room temperature, corresponding to a 
bulk modulus Bt = k^ 1 = 132 GPa. 29 The variation 
of Bt with pressure for Cu at room temperature 
was determined to ($-Bt/<9p)t = 5. 48, 30 yielding an 
increase of B T by 0.43% at 104 MPa. Given that the 
product of the volume expansion coefficient /3 and Bt 
is, to a good approximation, a pressure-independent 
quantity for a given substance, i.e., j3(P,T) ■ Bt(P,T) 
= /3(0, T) ■ B T (0,T) = (, see ref. 31 and references cited 
therein, a correspondingly small effect on the thermal 
expansivity of copper at 104 MPa can be expected. At 



lower temperatures an even smaller effect on Bt, and 
with it on /?, is expected because of the hardening of the 
material. 

The relative length change of the sample at a constant 
pressure P , (Al/l) s (T, P ), is then given by 15 ' 26 : 



(Af) s meas (T,P ) - (At)g u eas (T,P ) 

Cu 



Al 



(T, P = 0), 



in 



(4) 



where (A//Z)^ eas (T, Pq) arc the measured relative 
length changes of the sample, which includes the cell 
effect, and (Al/l)^ as (T, Pq) are the measured relative 
length changes of the copper sample used as a reference. 

The coefficient of thermal expansion a(T, Pq) = 
dhxl(T, Po)/dT at constant pressure Pq is then approxi- 
mated by 



*{T,P ) 



[Al(T 2 ,P )/l(T 2 ,P ) - Al(T 1 ,P )/l(T 1 ,P )} 



(T 2 - Ti) 



(5) 



with Al(T, P ) = l(T,P )-l(To,P ), T Q is the starting 
temperature of the experiment and T = (T\ + T 2 )/2. 

As an example for the data analysis, we show in Fig. 5 
measured length changes of the sample (left scale) and 
changes of the capacitance (right scale) in a measurement 
performed at P — 104 MPa for the quasi-one-dimensional 
spin-1/2 antiferromagnet azurite, cf. Section IV. B.. A 
peculiarity of the data set are the step-like changes in 
C function of temperature. These discontinuous 

changes are a consequence of the active pressure control, 
cf. Section IV. A., which compensates for temperature- 
induced changes of the pressure once |AP| has reached a 
preset threshold of |AP| = 0.5 MPa in the present case. 
The red spheres represent the average of the data between 
two subsequent pressure changes, with respect to both 
temperature and C (or (Al)^ leas obtained from eq. 2). 
The set of (Al/l)(Ti, Pq)) data derived from eq. 4 are then 
used to determine a(T, Pq) according to eq. 5. 



IV. PERFORMANCE 

A. Pressure determination and stability 

For a precise determination of the pressure at the sam- 
ple site an n-InSb single crystal, placed inside the pres- 
sure cell, is used as a pressure gauge. The resistance of 
the gauge is measured in a four-terminal configuration 
using a Nanovoltmcter (Keithley 2 182 A) and a constant- 
current source (HP 3245A) operating at a maximum al- 
lowed current of 50 mA. For each data point, an average is 
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FIG. 5. (color online). Variation of the measured length 
changes (left scale) and capacitance (right scale) upon chang- 
ing the temperature in a measurement on azurite at P = 
104 MPa. Step-like changes are due to the active pressure 
control. Red spheres represent the average of the data be- 
tween two subsequent steps, with respect to both axes (T, 
G). 



taken over typically six readouts with alternating polar- 
ity of the current in order to increase the signal-to-noise 
ratio and for getting rid of the effects of thermoelectric 
voltages. A prerequisite for its use as a pressure gauge 
is an accurate determination of the effect of temperature 
changes on the resistance at P = 0, R(P = 0,T), of the 
n-fnSb crystal. To this end the gauge has been calibrated 
as a function of temperature by using calibrated Cernox 
resistors (CX-1080-CU and CX-1050-CU) as a reference. 
At a given temperature T the pressure P(T), in units of 
GPa, is related to the resistance R(P, T) according to the 
formula 28 : 



P(T) = [2.73 + 6.434 • 1CT 4 • (T - 77.4A')] • In 



R{P,T) 
R(0,T) 



(6) 

With this setup pressure changes within the pressure 
cell of AP ~ ± 0.1 MPa can be resolved. In Fig. 6 we 
show the variation of pressure upon increasing the tem- 
perature for measurements performed at P = 9.5 MPa 
(curve (a)), 21 MPa (curve (b)) and 104 MPa (curve (c)). 
Apart from a slight increase by about 1 MPa, correspond- 
ing to AP/P < 1%, for the high-pressure experiment 
(curve (c)) upon increasing the temperature over a wide 
range from 12 to 88 K, the data reveal an excellent sta- 
bility against temperature variations. 



B. Thermal expansion on the distorted diamond-chain 
compound azurite 

The performance of the dilatomcter was checked by 
carrying out thermal expansion measurements both 
at ambient pressure and P = 104 MPa Helium-gas 
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FIG. 6. (color online). Variation of pressure inside the pres- 
sure cell, as measured by the n-InSb pressure gauge, for P = 
9.5 MPa (a) using the gas bottle as a reservoir, and 21 MPa 
(b) as well as 104 MPa (c) using the high-pressure compressor 
with active pressure control. For all measurements a sweep 
rate of 1.5 K/h was used. 



pressure. For the latter experiment, the gas bottle in 
combination with the compressor was used as reservoir. 
The material under investigation was a single crystal 
of the natural mineral azurite, Cu3(C03)2(OH)2, a 
quasi-one-dimensional spin S = 1/2 Hcisenberg anti- 
ferromagnet, which is a good realization of a distorted 
diamond chain. This material has attracted considerable 
interest recently due to the discovery of a plateau in the 
low-temperature magnetization at 1/3 of the saturation 
magnetization. 18 The crystal studied here stems from 
the same large single crystal explored in ref. 32. Fig. 7 
shows the uniaxial thermal expansion coefficient along 
the [010]-direction, at,, of azurite for temperatures T < 
100 K at ambient pressure (red spheres) and at a pressure 
P = 104 MPa (olive squares). The ambient-pressure 
results, which coincide with published data, 32-34 reveal 
three distinct anomalies, seen also in magnetic suscep- 
tibility data, which can be assigned to characteristic 
energy scales of azurite. 18 The rounded peak anomaly 
around 20 K marks the formation of spin singlet Sdimer 
= dimers, involving two thirds of the material's Cu 2+ 
S = 1/2 spins. The corresponding antiferromagnetic 
intra-dimer exchange coupling Jijhs — 33 K represents 
the dominant magnetic energy scale of the system. 35 The 
minimum around 4K has been assigned to interacting 
monomers, involving the remaining other one third of the 
Cu 2+ spins, which form an antiferromagnetic spin- 1/2 
Heisenberg chain. The corresponding antiferromagnetic 
monomer-monomer interaction has been estimated 
to Jm/ks — 4.6 K. 35 Finally, the phase transition 
anomaly at Tjy = 1.88 K, shown in the inset of Fig. 7 
on expanded scales, reflects the onset of long-range 
antiferromagnetic order as a consequence of weak three- 
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dimensional magnetic interactions among the monomers. 
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FIG. 7. (color online). Uniaxial thermal expansion along 
the [010]-direction of azurite, Cu3(CC>3)2(OH)2, measured at 
ambient pressure and a pressure of P = 104 MPa. Inset (a) 
shows a blow-up of the P ~ 0.1 MPa data around the phase 
transition into long-range antiferromagnetic order. Inset (b) 
displays the 20 K anomaly on expanded scales. The solid lines 
correspond to least squares fits to the function which serve 
to better visualize the shift in the position of the maximum 
under pressure. 

Fig. 7 clearly demonstrates that an increase of the 
pressure from ambient pressure to P — 104 MPa has a 
strong effect on the low-temperature expansivity of azu- 
rite. Note that due to the solidification of 4 He, the mea- 
surements at P = 104 MPa were limited to T > 14.5 K. 36 
The data at P = 104 MPa show a surprisingly strong 
reduction in the absolute value of the thermal expan- 
sion coefficient compared to the ambient-pressure data. 
This is accompanied by a suppression of the height of the 
pronounced maximum in at around 20 K. Since changes 
of the lattice expansivity under pressure of 104 MPa are 
expected to be less than 1%, cf. the corresponding dis- 
cussion for Cu in Section III.B., these results indicate 
the presence of strong magnetic contributions to a in the 
entire temperature range investigated. These magnetic 
contributions are most strongly suppressed at intermedi- 
ate temperatures around 50 K when pressure of 104 MPa 



is applied. A thorough inspection of the data around the 
20 K maximum, cf. inset (b) of Fig. 7, discloses a slight 
shift of the position of the maximum to lower tempera- 
tures. In order to quantify the shift, the data have been 
fitted by a polynomial of fourth order. The solid lines in 
the inset of Fig. 7, corresponding to least-squares fits of 
these polynomials, yield a shift of the position of the max- 
imum by about —IK at 104 MPa. A suppression of the 
corresponding characteristic energy Ji-ks under pressure 
is qualitatively consistent with the expectation from the 
Grimeisen formalism, yielding Tdimer = — dln^/dlnV" 
oc (/3/Cv)~20 k < 0, since the volume expansion coef- 
ficient (f3 ~ — 13xl0~ 6 K _1 ) around this anomaly has a 
negative sign 34 while the specific heat is positive. 37 On 
a quantitative level, the present results are in excellent 
agreement with the observations in magnetic measure- 
ments under pressure up to about 600 MPa 33 yielding 
d.J 2 /dP~ -lK/lOOMPa. 



V. CONCLUSIONS 

We have constructed and assembled a thermal ex- 
pansion setup enabling high-resolution dilatometric 
measurements to be performed under Helium ( 4 He) 
gas pressure for temperatures 1.4 K < T < 300 K and 
pressures P < 250 MPa. The system excels by a very 
good temperature control and a high pressure stability 
during temperature sweeps. The performance of the 
system has been demonstrated by measurements on the 
quasi-one-dimensional spin- 1/2 Heisenberg antiferro- 
magnct azurite, CU3 (003)2(014)2, where pronounced 
pressure effects could be observed at low temperatures. 
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